SYNOPSIS A semi-automatic method for the routine evaluation of fibrinolytic activity is described. The principle is based upon graphic recording by a multichannel voltmeter of tension drops over a potentiometer, caused by variations in the influence of light upon a light-dependent resistance, resulting from modifications in the composition of the fibrin fibres by lysis.
The assessment of precursors, activators, or inhibitors of the fibrinolytic system is finally based upon the proteolytic breakdown of a substrate by varying amounts ofthe active enzyme, plasmin. The indicator substrate may be fibrin (in a standard clot system or in fibrin plates), casein, or such synthetic esters as TAMe or LMe (Johnson, 1964) .
The amount of plasmin, present or formed in the test mixture, can be calculated by the time necessary to degrade to a fixed point a known amount of indicator substrate (fibrin clot method) or can be calculated by the amount of substrate degraded in a fixed period of time (casein digestion, fibrin plates, esterolysis).
The assay of fibrinolytic components by a fibrin clot lysis method with the endpoint based upon visual observation has been proved to be a reliable and reproducible method for routine laboratories (Johnson, 1964) . However, this procedure is time consuming and based upon a subjective definition and often difficult reading of the lysis endpoint, and several authors have therefore sought an automatic registration of these lysis times. Most of the proposed methods are based upon changes in optical density (Kuhnke, Gill, and Brilla, 1960; Kuhnke and Gill, 1963; Bouvier and Grundlinger, 1963; Harrower and Brook, 1964; Nanninga, Zeller, and Maynes, 1964; Ferreira, 1965; Cash and Leask, i965, 1967), in viscosity (Peeters, Steenhoudt, and Decroix, 1964) , in tensile strength (Hartert, 1951) , or in light reflection upon air bubbles incorporated in the clot (Newman, 1964 PRINCIPLE Lysis of a fibrin clot can be measured by observing the rising by gravity of air bubbles which are incorporated in the clot and freed by dissolution of the fibrin framework. These air bubbles are formed by the escape of air which is less soluble in the fibrin gel at 37°C than in the separate fluid reagents kept on ice. In the proposed method, a light beam rising through the bottom of the test tube is scattered by the air bubbles and fibrin fibres and falls partly on a photo-resistor, facing the test mixture in its lateral middle third (Fig. 1) .
Modifications of the light-scattering properties of the air bubbles containing clot cause a change in light reaching the photoresistor (light-dependent resistance, LDR), resulting in a variation in current in the chain which can be measured by the tension drop over a potentiometer. This tension drop is recorded by a 12-channel graphic voltmeter (Philips multichannel voltrecorder type PR 3210 A/00). (Fig. 3) . The thermostatic block consists of a thermostat unit (A) pumping water at 37°C to a container with 12 lightdependent resistance holders1 (B). A block (C) with 2 T.L. light sources 6 W/240 V is built under the container. The light-dependent resistance holders have a vertical cylindrical drill out to fix a test tube, prolonged to the bottom by a smaller drill out through which the light beam reaches the test mixture.
The light-dependent resistance is built in the side wall of the drill out, facing the test mixture in its lateral middle third. Glass test tubes (10 mm x 100 mm) with horizontal bottoms are used.
The current chain consists of, in series connexion, transformer of 220 V alternating current into 20 V, FIG. 3. Apparatus for semi-automatic registration of fibrinolysis.
bridge rectifier, the light-dependent resistance with a resistance varying from about 3-2 x 106 ohms at rest to 106 ohms at maximal bubble formation, a safety resistance of 330 x 103 ohm, and a variable potentiometer of 2-7 x 103 ohm.
The channels of the voltage recorder (Philips multichannel recorder type PR 3210 A/00) are connected to the potentiometers. As the voltmeter is a dot volt recorder, every curve consists of dots plotted at a distance of 4 mm from each other. As every dot is accompanied by a number and as the apparatus prints in different colours, every curve can easily be distinguished from the others. The start of the reaction is marked by an event marker. The speed of the graph paper is variable (4, 8, 30, or 60 cm/h). The sensibility range of the recorder is 0-100 mV over a maximal resistance of 20 x 103 ohm.
APPLICATIONS AND EXPERIMENTAL RESULTS
The sigmoid endpoint in our experiments is conventionally taken at the midpoint of the decrease of the curve. Visual controls established that this endpoint corresponded to the moment when all the bubbles had reached the upper half of the 1 ml test mixture.
1 Supplied by Kabi AB Stockholm, Sweden. The half rising of the air bubbles is also frequently taken as the endpoint in visual assessments.
To check the comparability of the 12 channels and the reproducibility of the method in comparison with visual assessments, five technicians performed plasminogen determinations by the method described by de Vreker (1965) during three days on four pool plasma dilutions (1/500, 1/1,000, 1/2,000, 1/4,000) with lysis timesvarying from 11 to 35 minutes. Each day two series of each dilution were prepared and assessed visually in triplicate (total of 36 readings). The endpoint was situated where the bubbles rose into the upper half of the height of the volume and lysis times were read to the nearest 0 5 minute.
Four series of each dilution were performed in triplicate in the automatic assessment (total of 720 readings) and divided equally between the 12 channels. Lysis times were calculated at 01 minute.
The standard deviation of the results obtained by different channels is 0-6 Y of the mean value, the reproducibility of the endpoint in the three simultaneous readings is 2-97 % for the visual assays and 3 2% for the automatic assays. The reproducibility of the plasminogen assay was 8-1 % with the visual method and 6-5% with the automated assay. Figure 4 demonstrates the correlation between the visual and semi-automatic assessments of different fibrinolytic entities over a wide range of lysis endpoints: streptokinase assay with a lysis time ranging from five to 10 min (Christensen, 1949) , plasminogen assay with a lysis time ranging from 15 to 40 min (de Vreker, 1965) , and euglobulin lysis time with a lysis time ranging from 15 to 450 min (Blix, 1961) . The procedure for plasmin and antiplasmin determinations with the apparatus will be described elsewhere (Tytgat and Collen, 1968) . The fact that visual readings for streptokinase determinations are consistently shorter than the automatic, and in plasminogen determinations consistently longer, is caused by the different endpoints taken in the visual assessments as performed routinely in the laboratory. The scattering of the visual versus automnatic euglobulin lysis times is mainly due to the difficulty in reading the lysis endpoint, especially for the longer times, and the unstandardized frequency of tilting of the test tube in the visual determination.
CONCLUSIONS
Twelve samples can be processed simultaneously. The sensitivity is sufficient for it to be applicable to most fibrinolytic assays except for whole blood clot lysis. The results can be interpreted objectively and are reproducible.
The graphic method has many advantages over the visual method in the determination of euglobulin fibrinolytic activity, in particular because visual methods need a long observation time and the endpoint is difficult to determine as very often a small amount of clot remains, highly resistant to lysis floating upon the surface of the lysed liquid.
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